External-reflection near-field optical microscope with cross-polarized detection.
An external-reflection scanning near-field optical microscope with the detected light polarized perpendicular to the polarization of the light coupled into the fiber is presented. When various metallic gratings are scanned, it is shown that the lateral and the depth resolutions of this microscope are better than 100 and 10 nm, respectively.